Fractured Wire in the Left Internal Mammary Artery: A Novel Retrieval Technique.
Although fractured coronary wires are a rare occurrence, failure to retrieve them successfully puts patients at undue risk. We offer a technique that can be used when traditional retrieval with a Microsnare system is unsuccessful.